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WOUND AND FLUID ACCUMULATION DRAINAGE SYSTEMS
p—— ' PERFORATED CATHETER
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A ATTENTION SEE INSTRUCTIONS FOR USE
Product should not be used if found Opened/Damaged
To be used by a Medical Practitioner only
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=\ = ORVAG O RV AG ORVAG

! = WOUND AND FLUID ACCUMULATION DRAINAGE SYSTEMS WOUND AND FLUID ACCUMULATION DRAINAGE SYSTEMS WOUND AND FLUID ACCUMULATION DRAINAGE SYSTEMS

Place the perforated end of the catheter tube inside the PERFORATED CATHETER PERFORATED CATHETER PERFORATED CATHETER

wound upto the reference line and close the Wound.
SINGLE CATHETER THIS BOX CONTAINS DOUBLE CATHETER
For Y conmector only Double Catheter For sigle connectoranly Sigle Catheter — WITH NEEDLE'Y' CONNECTOR A\
@ ég,@ DOUBLE CATHETER
X {
Insert the two catheter tubes into the Y 3A. Insert the catheter tube into the connector.

connector. for use of single catheter close
one end of Y connector with the stopper

5 %
Press the bellow container with both hands. Connect the connecting tube (duly clamped

off) to the Bellow Container. Start drainage
by releasing the clamp.

WITH NEEDLE
SINGLE CATHETER
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To re-charge the vacuum, start operation repeating instructions given in the fig, 4 & 5.

ORVAC

ORVAC
ORVAG

WOUND AND FLUID ACCUMULATION DRAINAGE SYSTEMS

PERFORATED CATHETER
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